2008  Monitoring  Research  Review:  Gronnd-Based  Nnclear  Explosion  Monitoring  Technologies 


SEISMIC  DETECTION  USING  MINI  SEISMOMETER 
Robert  J.  Leugoud 
eentec 

Sponsored  by  National  Nuclear  Security  Administration 
Contract  No.  DE-FG02-08ER85090 


ABSTRACT 


The  goal  of  this  Phase  1  SBIR  project  is  to  develop  a  very  small,  versatile,  rugged,  low  power,  low  noise,  one  or 
three-axis  short-period  seismometer.  The  total  sensor  size  should  be  less  than  1  cubic  inch;  and  low  power 
consumption  and  low  sensor  self  noise  below  the  USGS  Low  Earth  Noise  Model,  with  dynamic  range  at  least  120 
dB  over  a  frequency  band  of  0.2  to  40  Hz.  All  commercially  available  high  performance  seismometers  using  various 
technologies  are  large,  heavy  and  consume  high  power.  The  user  must  often  face  a  difficult  choice:  use  instruments 
with  significantly  lower  performance  characteristics,  or  reduce  the  size  of  the  network.  Our  company,  eentec, 
proposes  a  solution  for  this  problem  of  designing  a  seismometer  using  a  new  technology  of  liquid  inertial  masses 
and  electrochemical  transducers.  This  overall  approach  will  miniaturize  a  medium  period  seismometer  while 
maintaining  low  self  noise  with  low  power  consumption. 
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OBJECTIVES 


This  project,  if  followed  to  its  successful  completion,  would  lead  to  the  implementation  of  a  state-of-the-art 
miniature,  affordable,  rugged,  reliable,  easily-installed  high  quality  instrument,  well  suited  for  mass  production  and 
commercialization  for  use  in  many  areas  of  seismic,  civil  engineering,  geotechnical  investigations,  and  many  other 
areas  were  highly  sensitive  motion  detection  is  required. 

The  seismometer  resulting  from  our  investigation  is  intended  to  meet  the  following  requirements: 
o  miniature  size — about  1  cubic  inch 

o  power  consumption  below  100  mW  for  a  basic  analog  sensor 
o  dynamic  range — at  least  120  dB 
o  high  resolution  in  the  required  passband  of  0.2  to  40Hz 

o  low  self  noise  below  the  USGS  Low  Earth  Noise  Model  (e.g.,  approximately  0.5  ng/sqrt[Hz]) 
while  not  sacrificing  the  high  sensitivity  required  to  be  useful  in  the  applications  intended 
o  capable  of  operation  at  any  selected  orientation  of  its  axis  of  sensitivity  rugged  and  suitable  in 
harsh  field  conditions 

Overview  of  eentec  Seismometer  Technology 

The  principle  of  operation  is  basically  electrochemical  in  nature.  The  sensor  element  consists  of  a  cylindrical 
channel  with  elastic  membranes  on  the  ends,  and  is  fdled  with  an  electrolyte.  A  microporous  ceramic  plug 
containing  platinum  grid  electrodes  is  within  the  channel.  When  translational  motions  are  applied,  a  pressure 
differential  occurs  across  the  sensor  cell,  which  causes  the  electrolyte  to  flow,  and  generates  a  current  in  the  wire 
connected  to  the  platinum  grid. 
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Overview  of  the  Actual  Physical  Process 

The  motion  of  the  fluid  caused  by  an  external  acceleration  must  be  converted  into  an  electrical  signal  to  be  useful. 
This  is  accomplished  in  the  following  manner. 

When  a  small  dc  offset  is  applied  between  the  anodes  and  cathodes,  the  flow  of  ions  of  each  type  is  given  by  the 
following  expression: 

=-/)-Vc„ +0'^ -c^ -//-E 

where  D  =  diffusion  coefficient,  p  =  mobility,  =  concentration  of  active  ions,  E  =  the  electrical  field  vector.  Since 
the  strong  electrolyte  is  an  excellent  conductor,  the  electric  potential  drops  rapidly  in  the  vicinity  of  the  electrodes, 
and  there  is  no  electric  field,  E,  in  the  bulk  of  the  fluid.  The  second  term  in  Eq.  1  can  therefore  be  ignored.  Thus,  the 
application  of  a  bias  voltage  results  only  in  a  concentration  gradient.  This  is  in  contrast  both  to  conductors,  in  which 
the  current  is  driven  by  the  external  electric  field,  and  to  semiconductors,  in  which  both  the  field  and  the 
concentration  gradient  determine  the  currents. 

An  external  acceleration,  a,  along  the  channel  creates  a  pressure  differential,  AP,  across  the  transducer,  which  forces 
the  liquid  in  motion  with  a  velocity,  v.  This  flow  of  electrolyte  entrains  ions  and  causes  an  additional  charge  transfer 
between  the  electrodes: 


jl=V-C,  (2) 

The  total  current  from  active  ions,  in  the  presence  of  acceleration,  will  thus  be: 

ja  =-^-Vc«+V-C«  (3) 

The  transducer  thus  generates  an  electrical  signal  in  response  to  an  input  motion.  The  symmetric  geometry  of  the 
transducer  cell  ensures  its  linear  behavior  over  a  wide  range  of  input  signals. 

With  a  highly  concentrated  specially  formulated  electrolyte,  the  electric  field  is  non-zero  only  in  a  narrow  boundary 
layer  adjacent  to  the  electrodes.  In  this  case,  the  electric  current  is  fully  determined  by  the  diffusion. 


These  transducers  are  characterized  by  a  very  high  conversion  coefficient  of  mechanical  motion  into  electrical 
signal.  That  is  why  the  electronics  noise  plays  a  noticeably  smaller  role  in  the  total  signal-to-noise  ratio  than  in  the 
traditional  electromechanical  seismic  motion  sensors.  In  addition,  this  technology  results  in  low  power  consumption, 
typically  several  times  smaller  than  in  any  other  active  seismometers. 
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The  Current  State  of  eentec’s  Technology 

Over  the  years  eentec  has  taken  the  basic  technology  described  above  and  slowly  but  surely  refined  and  continually 
improved  it.  A  number  of  significant  advancements  were  introduced  such  as; 

o  introduction  of  a  force  balancing  feature  to  improve  the  linearity  of  the  older  open  loop  designs 

o  improved  construction  material  used  in  the  sensor  elements  which  significantly  increased  the 
ruggedness  and  long  term  field  operation. 

o  improved  membrane  designs  and  electrolyte  solutions  leading  to  lower  sensor  self  noise,  currently 
at  140dB. 

o  coupled  with  the  above,  electronic  improvements  which  enable  the  sensors  to  be  manufactured  at 
periods  of  120  seconds. 

o  external  mechanical  improvements  in  the  leveling  legs,  level  bubble,  and  handle  to  facilitate  easy 
of  transport  and  installation  in  filed  conditions. 


Some  Benefits  of  eentec  Technology  Over  Other  Technologies 

High  performance  seismometer  technology  is  still  based  on  its  roots  of  the  mass  and  magnet  technology  used  for 
over  80  years.  Although  the  introduction  of  active  seismometers  that  included  electronics  to  increase  their 
performance  characteristics,  their  basic  technology  is  still  the  mass  and  magnet.  There  are  other  technologies  used 
for  motion  sensors  such  as  piezo  electric,  monolithic  miniature  micromachined  sensors  (MEMS),  formed  from  a 
silicon  substrate,  and  opto-electric.  However  these  other  technologies  are  not  currently  used  in  high  performance 
seismometer  applications.  The  benefits  that  eentec  has  over  other  technologies  are; 


o  sensitivity  and  dynamic  range  in  the  range  of  the  mass  and  magnet  technology  but  much  better 
than  the  other  technologies 

o  no  mass  centering  required  resulting  in  a  large  operational  installation  tilt  for  the  sensor.  This 
leads  to  lower  cost  and  less  complicated  borehole  and  OBS  sensor  applications, 
o  no  mass  locks  required  for  transport.  With  the  current  improvements  detailed  above  the  sensors 
are  more  rugged,  easily  and  safely  transported  and  deployed, 
o  inherently  low  power 

o  operational  in  high  magnetic  fields.  Not  influenced  by  magnetic  environments, 
o  very  little  operational  sensitivity  to  temperature  changes  over  the  operational  temperature  range  on 
the  sensor 

RESEARCH  ACCOMPLISHED 


This  research  funding  allows  eentec  the  opportunity  to  more  rapidly  advance  its  technology  to  the  next  level.  Taking 
advantage  of  the  current  state  of  the  technology  and  the  years  of  field  experience  and  data  obtained,  we  have  a  solid 
footing  to  make  the  advancements  necessary  to  accomplish  this  projects  goal. 

Evaluation  of  Pre-Phase  I  Preliminary  Test  Results 

We  will  initiate  Phase  I  research  with  the  analysis  of  data  that  will  have  been  collected  in  tests  of  our  present 
production  units  and  conceptual  prototype  electrochemical  instruments  to  determine  the  best  directions  to  be  taken 
to  achieve  the  Phase  I  development  objectives  of  the  new  technology. 

The  historical  data  will  be  run  through  the  following  revised  models  because  the  operation  of  a  molecular  electronic 
transducer  cell  is  based  on  the  convective  diffusion  of  charge  carriers  and  may  be  described  by  the  following, 
generally  non-linear,  system  of  partial  differential  equations: 
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- =  (vV)v  =  — +  V  ■  Av  (4) 

dt  p 

div  v(^)  =  0  (5) 

5  c 

- +  v(z^)  Vc  =  D  ■  /S.C  (6) 

d  t 


where:  (4)  Navier-Stokes  equation;  (5)  liquid  ineompressibility  eondition;  (6)  eonveetive  diffusion  equation;  where 
V  =  veloeity  of  the  eleetrolytie  solution;  p  =  pressure  distribution;  p  =  eleetrolyte  density;  v  =  eleetrolyte  viseosity;  c 
=  eoneentration  of  eharge  earriers;  D  =  diffusion  eoeffieient;  e  =  elementary  eharge;  This  system  of  equations  ean 
only  be  solved  with  the  proper  boundary  eonditions.  The  solution  eannot  be  found  analytieally  and  will  require 
various  eomputer  simulations  depending  on  the  paekaging  of  the  system. 

Also  our  eurrent  math  models  will  be  analyzed  differently.  Earlier  we  found  solutions  only  for  standalone  equations 
of  diffusion  and  hydrodynamies  and  never  eonsidered  the  relationship  between  them.  Sinee  eentee  has  aequired 
aeeess  to  more  powerful  eomputers  in  the  last  several  years,  this  will  allow  us  to  ealeulate  the  total  math  model 
ineluding  all  equations  involved. 

Development  of  the  Improved  Mathematical  Model. 

Sinee  the  behavior  of  a  sensor  eell  is  deseribed  by  non-linear  differential  equations,  the  aeeuraey  of  the  ealeulated 
values  of  their  eoeffieients  has  a  deeisive  effeet  on  the  properties  of  its  physieal  implementation.  For  example,  a 
eomputer-generated  dependenee,  based  on  our  initial  mathematieal  model,  of  the  eleetrochemieal  cell  sensitivity  vs. 
the  electrode  geometry  of  the  cell  shows  that  relatively  small  deviations  of  the  electrode  mesh  size  may  cause 
significant  changes  in  the  sensitivity.  Also  cell  geometry  of  the  electrochemical  transducer  defines  its  hydraulic 
impedance,  the  major  parameter  that  affects  the  self-noise  of  the  sensor.  Basic  increasing  the  size  of  the  electrode 

assembly  to  'A  inch  would  give  us  2  times  lower  noise  -1.5  ng  /  Hz  while  maintaining  the  dynamic  range  at  the 
same  120  dB  range.  Analysis  of  the  test  data  will  result  in  the  refinement  of  the  mathematical  model,  which,  in  turn, 
will  prompt  the  desirable  modifications  in  the  cell  geometry  and  other  parameters. 

Selection  of  Electrolytic  Liquid  for  the  Transducer  Cell 

The  selected  configurations  will  require  the  use  of  electrolytic  working  liquid  with  a  specific  set  of  properties: 
density,  viscosity,  boiling  and  freezing  temperatures,  conductivity  and  permittivity.  The  advance  knowledge  of  these 
parameters  narrows  the  search  field  and  saves  time  by  eliminating  excessive  laboratory  testing. 

It  should  be  noted  that  sensor  cell  self-noise  is  determined  by  the  damping  factor  (Rh),  which  depends  on  the 
viscosity  of  the  electrolyte,  and  the  density  (p)  of  working  liquid: 


2Rf,kT 

ip-Lf 


(7) 


where  Rh=  transducer’s  hydraulic  impedance;  p  =  electrolyte  density;  L  =  electrolyte  dimension  along  the  sensitivity 
axis. 

Development  and  Optimization  of  the  Membrane  Design 

Fitting  the  sensor  in  1  cubic  inch  requires  reducing  membrane  diameter  from  the  current  37mm  to  no  more  than 
25mm.  While  changing  sensor  mechanical  design  will  be  a  routine  engineering  task  simulated  on  the  computer, 
shrinking  the  membranes  presents  a  much  more  difficult  problem.  Indeed,  several  important  requirements  must  be 
met. 


o  Membranes  should  be  sufficiently  soft  in  order  to  provide  for  the  sensor’s  adequate  response  at  the 
lower  frequency  cutoff  and  at  the  same  time  sufficiently  firm  to  support  the  combined  column  of 
liquids  regardless  of  the  sensor  spatial  orientation. 
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o  Membranes  must  be  designed  to  minimize  their  response  to  a  pressure  gradient  across  their 
diameter,  sueh  as  would  result  from  an  external  aeeeleration  aetion  along  a  perpendieular  axis. 

To  meet  the  desired  requirements,  the  speeifie  design  of  the  membrane  will  require  a  signifieant  number  of 
eomputer  simulations.  The  low  eut-off  frequeney  of  the  sensor  depends  on  the  volumetrie  rigidity,  p,  of  the 

Eh^ 

membrane:  ^ 


Where  E  =  Young’s  modulus;  h  =  thiekness  of  the  membrane  and  S  =  membrane  effeetive  area. 

It  should  be  noted  that  the  geometry,  elastomer,  and  mold  that  will  work  with  both  of  these  items  respeetively  would 
be  ineluded  in  the  simulations  required  to  eomplete  this  task. 

Electronic  Circuit  Design 

The  transdueer  eell  requires  properly  designed  infralow-eurrent  eleetronie  eireuitry.  In  addition  to  its  ability  to 
eondition  and  measure  sub-nanoampere  eurrents,  the  eireuitry  designed  will  have  to  meet  the  other  speeifieations  of 
the  deseribed  deviees:  noise  level,  operating  temperature  range,  ete.  The  eireuits  should  also  eonsume  very  little 
power  so  that  the  total  power  eonsumption  would  be  less  than  30  mW.  The  experimental  eireuit  will  have  to  be 
versatile  enough  to  allow  shaping  of  the  required  frequeney  response. 

Assembly  and  testing  of  prototype  sensors 

After  eompletion  of  all  the  modeling  and  simulations  noted  above,  we  plan  to  build  at  least  6  prototype  sensors. 
These  will  initially  be  tested  at  our  faeility  and  then  tested  further  at  an  outside  faeility  by  one  of  our  eonsultants  in 
the  projeet.  These  results  will  lead  us  to  further  modify  and  improve  the  eomputer  models  and  simulations  ereated 
during  the  first  phase. 

CONCLUSIONS  AND  RECOMMENDATIONS 


The  goal  of  the  Phase  I  effort  is  to  prove  that  the  proposed  teehnology  ean  provide  a  sound  foundation  for  produeing 
and  further  enhaneing  the  speeifieations  and  praetieal  implementation  of  miniaturized,  inexpensive,  high 
performanee  short-period  seismie  sensors.  In  order  to  aehieve  this  goal,  the  following  teehnieal  objeetives  will  be 
met  (the  eorresponding  Phase  II  target  numbers  are  shown  in  parentheses): 

1 .  Fabrieate  and  test  in  the  laboratory  eoneeptual  prototype  of  miniaturized  eleetroehemieal  sensor  with  the 
following  parameters; 

2.  Miniature  size  -  about  1  eubie  ineh  (1  eubie  ineh  or  less) 

3.  Dynamie  range  of  1 14  -  120  dB  (>132); 

4.  Passband  of  0.2(0.07)  to  40(50)Hz 

5.  Self-noise  in  the  required  passband:  below  1  (0.5)  ng/sqrt(Hz) 

6.  The  sensor  will  be  eapable  of  operation  at  any  seleeted  orientation  of  its  axis  of  sensitivity 

7.  Demonstrate  that  the  eost  of  sueh  sensor  will  be  signifieantly  less  than  that  of  traditional  meehanieal 
instruments; 

8.  Develop  and  test  a  miniature  prototype  rotational  aeeelerometer  with  translational  sensitivity  <0.5%  and  a 
frequeney  band  of  0.2  (0.07)  to  40  (50)  Hz. 

9.  Identify  work  to  be  performed  in  Phase  II  of  this  projeet. 

There  are  several  important  improvements  of  the  proposed  sensors,  whieh  should  be  investigated  during  the  Phase  II 
projeet.  They  will  result  not  only  in  the  implementation  of  a  more  advaneed  sensor  exeeeding  the  proposed  Phase  I 
objeetives  but  also  in  a  more  universal  instrument  sueh  as,  but  not  neeessarily  limited  to  the  above  mention 
strong/weak  motion  eombination  seismie  sensor. 
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